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No, Test Item Test Result (GB 5749-2006) Unit Test Method

1 REISE <1 <100 CFU/mL GB/T 5750. 12-2006/1
2 ISWN71EF 2 Ak A H MPN/100mL | GB/T 5750. 12-2006/2. 1
3 TR 5 K T At A3 MPN/100mL | GB/T 5750. 12-2006/3. 1
4 ALY <0. 05 <I1.0 mg/L GB/T 5750. 5-2006/3. 2
5 ek 0. 05 <250 mg/L GB/T 5750. 5-2006/2. 2
6 HEREE (AN <0.05 <10 mg/L GB/T 5750.5-2006/5. 3
7 B R 25 <0.05 <250 mg/L GB/T 5750.5-2006/1. 2
8 28 <0.010 <0.3 mg/L GB/T 5750.6-2006/1. 5
9 i <0. 001 <0.01 mg/L GB/T 5750.6-2006/1. 5
10 R <0. 001 <0. 05 mg/L GB/T 5750.6-2006/1. 5
11 e <0. 001 <0. 005 mg/L GB/T 5750.6-2006/1. 5
12 K <0. 0002 <0. 001 mg/L GB/T 5750.6-2006/1. 5
13 B <0. 001 <0.01 mg/L GB/T 5750.6-2006/1. 5
14 B (N <0. 005 <0. 05 mg/L GB/T 5750. 6-2006/10
15 pH 6. 68 FANF 6.5 HAKT 8.5 / GB/T 5750. 4-2006/5. 1
16 R <5 <15 B GB/T 5750.4-2006/1. 1
17 VEMLEE <1 <1 NTU GB/T 5750.4-2006/2. 1
18 PR W] W42 ¥ / GB/T 5750. 4-2006/4
19 LIS T TRR, Fik / GB/T 5750. 4-2006/3
20 IS - e 771 <0. 050 <0.3 mg/L GB/T 5750. 4-2006/10. 1
21 TR <0.01 <4 mg/L GB/T 5750. 11-2006/1. 1
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Notice Items

LR AR A oA B R IO R P . A% SRR
The Test report is invalid if not affixed with Authorized Stamp of Test and Paging Seal.
2 RS T E A AT TR
The Test report is invalid without signature of verifier and approver.
S R TIHR L IR ORI T
The Test report is invalid if being supplemented, deleted or altered.
b RGARBAATE R, A EH (SIWERIRI AR
Without prior written permission, the report cannot be reproduced, except in full.

5 BRAEBAG VLI, ARG 4E AR SRR 5

Unless otherwise stated, the results shown in this test report refer only to the sample(s)

submitted.
O SHHRIIAR S A R, R UREIRS 2 BT H AR, AT,
Any dispute of the report must be raised to the testing body within 15 days after the report is
received, exceeding which the dispute will not be accepted.
T XHIERRE S, BRSO IR, A A AN L B S A
For the tested sample(s) submitted by the applicant, the sample information in the test report

is provided by the applicant and the laboratory is not responsible for its authenticity.
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